[Treatment with the placement of carotid stent of jugular-carotid fistula after the insertion of hemodialysis catheter].
The use of jugular temporary catheters as vascular access for hemodialysis, entails a risk of various complications. The most frequent problems are the arterial puncture and haematoma. However, there are other less frequent potentially serious complications, which constitute a therapeutic and diagnostic challenge for the nephrologists. We present a case of a patient that developed an acute renal failure in the context of cellulites for E. Coli treated with aminoglycosid, who required renal treatment with haemodialysis. After the placement of a polyurethane double-lumen catheter with ultrasound guidance at the level of the internal jugular vein, arterial blood streaming was observed through the lumen of the catheter. The angiographic study showed the tipo of the catheter placed at the level of the aortic arch. Ultrasound exam clearly despicted the track between the internal jugular vein and the internal carotid artery. An effective closing of the fistula was achieved with the placement of a covered stent-graft with the simultaneous withdrawal of the catheter. Reviewing the literature this is the first reported case of an iatrogenic jugulo-carotid fistula secundary to placement of hemodialysis catheter resolved by the implantation of carotid stent-graft.